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A rapid and non-invasive method to determine the dispersity of emulsions is developed based on the
interrelationship between the droplet size distribution and the dielectric properties of emulsions. A range
of water-in-oil emulsions with diﬀerent water contents and droplet size distributions were analysed
using a microwave cavity perturbation technique together with dynamic light scattering. The results
demonstrate that the dielectric properties, as measured by non-invasive microwave cavity analysis, can
be used to characterise the dispersity of emulsions, and is also capable of characterizing heavy oil
emulsions. This technique has great potential for industrial applications to examine the sedimentation,
creaming and hence the stability of emulsions.Introduction
An emulsion is amixture of two ormore immiscible liquids with
one liquid dispersed in the other. Water-in-oil (W/O) emulsions
are widely used in polymerization,1 oil renery,2,3 pharmaceu-
ticals,4 cosmetic5 and food industries.6 As an emulsion is ther-
modynamically unstable, it is inevitably polydispersed to some
degree.7 The important droplet size distribution describes the
emulsion dispersity, which inuences a range of important
characteristics such as emulsion stability, viscosity and rheo-
logical behaviour.
Common methods for determining the droplet size distri-
bution of common emulsions include microscopy, ultrasonics
and light scattering techniques,8,9 but these methods are
limited to opaque samples like crude oil emulsions in oil
renery and petrochemical industries. The presence of gas
bubbles and suspended solids also considerably restrict their
applicability to such emulsion systems.10
Much eﬀort has been made recently to explore alternative
methods for determining the droplet size of emulsions,
including Nuclear Magnetic Resonance (NMR),11,12 Raman
spectroscopy13 and confocal laser scanning microscope.14
However, the measurement error of above techniques isa University of Science and Technology,
ust.edu.cn
nology-Oxford Centre of Excellence for
ry Laboratory, Department of Chemistry,
E-mail: peter.edwards@chem.ox.ac.uk
Queen's Buildings, The Parade, Cardiﬀ
tion (ESI) available. See DOI:
hemistry 2018challenged especially at low water content. Therefore, it is of
considerable scientic and also industrial signicance to
develop an easy, rapid and more accurate way to assess the
dispersity of emulsions.
An alternative rapid and non-invasive method to characterise
the dispersity of emulsions is reported here based on the
interrelationship between the droplet size distribution and the
characteristic dielectric properties of emulsions. An eﬀective
mixing model is proposed to correlate the dielectric constant of
the emulsion system with the emulsion dispersity. For this, we
have investigated the dielectric properties of emulsied oil
having diﬀerent water contents and droplet size distributions
using a microwave cavity perturbation technique. The applica-
bility of this technique for heavy oil emulsions is also
demonstrated.Theoretical considerations
The dielectric properties of emulsions cannot be simply derived
from the properties of the individual pure components due to
the existence of interfacial polarization and local eld correc-
tions.15 Several theories, such as those of Maxwell,16 Wagner,17
Hanai15 and Lichtenecker,18 have been reported in the last
century to estimate the dielectric properties of mixtures and
thereaer used to predict or rationalise the dielectric properties
of emulsions.19,20 However, these models are all based on the
assumption that the dispersed phase is considered as assembly
identical spheres in the continuous phase. In fact, a size
distribution of dispersed droplets will always exist in a real
emulsion system, and previous studies demonstrated that the
size distribution of micelles inuences the permittivity of the
mixture.21 Therefore, it is essential to take carefully into accountChem. Sci., 2018, 9, 6975–6980 | 6975
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View Article Onlinethe dispersity of emulsion in any mixing model for dielectric
properties.
A monodispersed water-in-oil emulsion system, in which all
the water droplets are assumed to be identical spheres, is
illustrated in Fig. 1a. The dielectric constant of this system can
be readily estimated by Lichtenecker theory18,22
ln 3m ¼ 4d ln 3d + (1  4d)ln 3c
where 3m is the dielectric constant of the emulsion, 4d is the
volume fraction of the dispersed water phase, and 3d and 3c are
the dielectric constant of the water and continuous oil phase
respectively.
When the two phases are fully phase-separated with the
interface perpendicular to the orientation of the electric eld, as
is shown in Fig. 1b, this system can be considered as two serial
capacitors, thus the dielectric constant in this case is given by
1
3m
¼ 4d
3d
þ 1 4d
3c
Here we have proposed an eﬀective physical system which is
equivalent to the real emulsion system (Fig. 1c), since a real
emulsion could be regarded as a transition state from the
monodispersed phase (Fig. 1a) to the separated phase (Fig. 1b).
As illustrated in Fig. 1d, identical water drops are uniformly
dispersed in the upper oil phase of this system, and the lower
phase is water phase settled at the bottom. The dielectric
constant of this system can be presented as
3e ¼ 3d3m
4w23m þ ð1 4w2Þ3d
where 3e is the eﬀective dielectric constant of the emulsion
system, 4w2 is the volume fraction of the lower water phase, andFig. 1 Schematic diagrams of emulsion systems. (a) Monodispersed
emulsion. (b) Phase separation (regarded as two serial capacitors). (c)
Polydispersed emulsion. (d) Eﬀective mixing model. The continuous
phase (in yellow colour) is the oil phase, while the dispersed phase (in
white colour) is the water phase.
6976 | Chem. Sci., 2018, 9, 6975–69803m is the dielectric constant of the upper phase which can be
obtained by
ln 3m ¼ 4w1 ln 3d + (1  4w1)ln 3c
where 4w1 is the volume fraction of the water at the upper phase
in the whole volume.
Here a denition of dispersity factor D is given by
D ¼ 4w1
4w1 þ 4w2
For a known emulsion composition, the dispersity factor D
can be determined from the measured dielectric constants. The
value of D is between 0 and 1, which can be understood as the
degree of polydispersity of the water droplets. D ¼ 1 denotes
a monodispersed emulsion, while D ¼ 0 suggests that the
system has been fully separated into two phases. Hence, we can
use the dispersity factor to describe the dispersity of real
emulsion systems.Results and discussion
Experimental setup
The dielectric properties of emulsions were measured via
a microwave cavity perturbation measurement. The microwave
cavity perturbation measurement system was fabricated in
Inorganic Chemistry Laboratory at University of Oxford. The
cavity (Fig. 2a) is made of aluminium and in a cylindrical shape.
The cavity excitation is provided by two open-circuit SMA
connectors coupled into the electric eld at a frequency of
2.5 GHz. The TM010 mode is employed to establish a highly
uniform E-eld near the axis, resulting in a minimal depolar-
ization of the sample in the measurement.23 The electric eld
distribution in this cavity simulated by COMSOLMultiphysics is
shown in Fig. 2b. In the measurement, the sample was loaded
into a quartz tube and placed in the centre of the cavity, since
the inner tube radius (2 mm) is far smaller than the radius of
cavity, the E-eld applied to the sample can be regarded highly
uniform.
The measurements were performed using an Agilent E5071B
network analyser by which the transmitted power |S21|
2 was
measured in the frequency domain, then we used non-linearFig. 2 The microwave cavity perturbation measurement system. (a)
The microwave cavity. The inner radius and length of the cavity are
4.6 cm and 4.0 cm respectively (b) the electric ﬁeld distribution inside
the cavity. The E-ﬁeld antinode is near the cavity axis (in red colour). (c)
Transmitted power plot before and after loading the sample.
This journal is © The Royal Society of Chemistry 2018
Fig. 3 Dielectric constant of emulsions with diﬀerent water contents.
(a) Water-in-dodecane emulsions. (b) Water-in-hexadecane emul-
sions. (c) Water-in-crude oil emulsions. (d) Water-in-tar oil emulsions.
Emulsiﬁcations were performed at a rotation speed of 10 000 rpm and
emulsifying time of 10 min. The blue line denotes the dielectric
constant calculated by serial capacitor model, and the red line denotes
the values predicted by Lichtenecker model.
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View Article Onlineleast-square tting to determine the resonant frequency f and
the loaded quality factor Q. Loading the sample into the cavity
causes a negative shi in the resonant frequency f (Fig. 2c) as
a result of the sample polarization in response to the microwave
electric eld, thus we can derive the dielectric constant 3 of
emulsions from the variation in resonant frequency Df using
rst order perturbation theory24
ð3 1ÞAVsy Df
f0
where A is a constant that depends on the cavity geometry and
size, and A ¼ 7.11  103 cm3 for this system which was
determined by a polytetrauoroethylene (PTFE) sample of
known permittivity. f0 is the frequency for the cavity with an
empty tube, Vs is the sample volume in the cavity and Vs ¼
0.126 cm3 in the measurements. Each sample has been
measured three times, and the dispersity factor of the sample
was calculated from the average measured dielectric constant.
In this work, we measured the dielectric properties of
emulsions using the microwave cavity perturbation technique.
The attractive features of this approach are as follows: (1) it is
a rapid measurement which takes only milliseconds, thus
allowing this application to real time analysis and control; (2)
instead of focusing on a single point, the microwaves penetrate
the entire sample based on the sample holder dimension.
Therefore, a reliable volumetric analysis of emulsions can be
determined; (3) the microwave power level in the measurements
is 0 dBm (i.e. 1 mW per rms), so there is negligible sample
heating. We note that this technique is non-invasive and non-
destructive, thereby providing a potential means of a rapid in
situ industrial analysis.Deviation from values predicted by theoretical models
Initially we measured the dielectric properties of emulsions
with diﬀerent water contents (0–20.0 vol%) and compared the
data with the values predicted by the mixing models. As shown
in Fig. 3, the dielectric constant of water-in-oil emulsions
increases rapidly with the water content, because the dielectric
constant of water is much higher than the value of oil phase.
The sensitivity to the water content oﬀers potential applications
of this technique for multiphase owmeters.25 MATLAB R2017a
was employed to calculate the dielectric constant of emulsions
from the mixing models. The results show that for a certain
water content, the values predicted by Lichtenecker model are
higher than the values calculated from serial capacitor model.
The deviation between themeasured dielectric constant and the
two limiting predicted values arises from the polydispersity of
the water phase, thus we can directly investigate the dispersity
of emulsions through the variation of measured dielectric
constant.
Here we chose dodecane and hexadecane as model oils since
their emulsions are transparent and can be accurately interro-
gated and analysed by the dynamic light scattering (DLS) tech-
nique. The dielectric constants as well as the droplet size
distribution of water-in-dodecane emulsions for diﬀerent
emulsifying time were investigated using the microwave cavityThis journal is © The Royal Society of Chemistry 2018analysis and DLS. As shown in Fig. 4a, the measured dielectric
constant is near the value predicted by serial capacitor model at
emulsifying time of 1 min, suggesting that the emulsion system
is non-uniform. Then the dielectric constant has a rising trend
with the emulsifying time, and correspondingly the dispersity
factor increases from 0.04 at 1 min to 0.66 at 20 min (Fig. 4b).The variation of dispersity factors is consistent with the DLS
measurement results
The droplet size distributions obtained by DLS are illustrated in
Fig. 4c. The multiple peaks at 1 min indicate a broad size
distribution of water droplets. With an increase in the emulsi-
fying time, the distribution peaks have a negative shi and
a narrower bandwidth, demonstrating the emulsion system is
more uniform. According to energy dissipation theory, the
droplet size distribution for emulsication in the turbulent
regime is determined by the energy density, dimensionally
related to the residence time, the rotator speed and diam-
eter.26,27 The average droplet size of dispersed phase should
decrease with the increase of the emulsifying time, which is
consistent with the measured DLS results.
The measurements were also performed on a series of water-
in-hexadecane emulsion samples which were prepared for
diﬀerent emulsifying time. As shown in Fig. 5a and b, though
the water content of emulsions is rather low (2.0 vol%), the
measured dielectric constant increases considerably with the
emulsifying time increasing, and the dispersity factor rises from
0.03 at 5min to 0.89 at 15min. The size distribution determined
by DLS veried that the polydispersity of samples reduces with
the emulsifying time (Fig. 5c).Chem. Sci., 2018, 9, 6975–6980 | 6977
Fig. 5 The measured data and calculation results for the water-in-hexadecane emulsions prepared for diﬀerent emulsifying time. (a) The
dielectric constant. (b) The dispersity factors and the average droplet size (measured by DLS). (c) The normalized droplet size distribution. The
water content is 2.0 vol% and emulsiﬁcations were performed at a rotation speed of 10 000 rpm.
Fig. 4 Themeasured data and calculation results for the water-in-dodecane emulsions prepared for diﬀerent emulsifying time. (a) The dielectric
constant. (b) The dispersity factors and the average droplet size (measured by DLS). (c) The normalized droplet size distribution. The water
content is 2.0 vol% and emulsiﬁcations were performed at a rotation speed of 10 000 rpm.
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View Article OnlineThe droplet size distribution of emulsions is inuenced
signicantly by the rotation speed during emulsion preparation.
We conducted both the microwave cavity analysis and DLS on
water-in-dodecane emulsions prepared with diﬀerent rotation
speeds, and the measured data and calculation results are shown
in Fig. 6. The dielectric constant of emulsions slightly increases
with the emulsifying rotation speed, and correspondingly the
dispersity factor rises from 0.37 at 10 000 rpm to 0.88 at
16 000 rpm. The energy density for emulsication increases withFig. 6 Themeasured data and calculation results for the water-in-dodec
(b) The dispersity factors and the average droplet size (measured by DL
2.0 vol% and emulsiﬁcations were performed for an emulsifying time of
6978 | Chem. Sci., 2018, 9, 6975–6980rotation speed, thus resulting in a smaller average droplet size.
We note that the emulsions have a narrower distribution at
a higher rotation speed, as illustrated in DLS size curves (Fig. 6c).
We also analysed a series of water-in-hexadecane emulsion
samples prepared with various rotation speeds. As illustrated in
Fig. 7, the dielectric constant as well as the dispersity factor
rises with increasing rotation speed. The droplet distributions
measured by DLS are consistent with the variation of the
dielectric constant.ane emulsions with diﬀerent rotation speed. (a) The dielectric constant.
S). (c) The normalized droplet size distribution. The water content is
2 min.
This journal is © The Royal Society of Chemistry 2018
Fig. 7 The measured data and calculation results for the water-in-hexadecane emulsions with diﬀerent rotation speed. (a) The dielectric
constant. (b) The dispersity factors and the average droplet size (measured by DLS). (c) The normalized droplet size distribution. The water
content is 2.0 vol% and emulsiﬁcations were performed for an emulsifying time of 2 min.
Fig. 9 The measured data and calculation results for the water-in-tar
oil emulsions prepared for diﬀerent emulsifying time. (a) The dielectric
constant. (b) The dispersity factors. The water content is 10.0 vol% and
emulsiﬁcations were performed at a rotation speed of 10 000 rpm.
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View Article OnlineTherefore, we can verify that the dispersity factor most
eﬀectively describes the size distribution of dispersed droplets.
A higher dispersity factor indicates a narrower droplet distri-
bution and hence a more uniform emulsion. Importantly, the
microwave cavity analysis is critically sensitive to the variation
of droplet size distribution even at low water content due to the
signicant diﬀerence between the dielectric constant of water
and oil. Although these measurements have been conducted at
the ISM frequency of 2.45 GHz, it will also be possible to
perform similar measurements on inhomogeneous mixtures of
greater volume by increasing (proportionately) the size of the
cavity, thus reducing the resonant frequency of the TM010 mode.
One such frequency within an ISM band is around 900 MHz, for
which the host cavity will have an internal diameter of around
25.5 cm. We have found in other work that it is possible to have
a sample tube with an internal diameter of up to 5 cm, with
a pair of axial chokes, thus maintaining a very high Q factor. For
such a 900 MHz cylindrical cavity of aspect ratio diameter to
height of 1 : 1, this yields an active sample volume of up to 0.5
litres.Employed for emulsied heavy oil characterization
We also conducted the microwave cavity analysis on heavy
fossil oil emulsions. Compared to paraﬃns, both the crude oil
and tar oil have a rather complex composition, containingFig. 8 The measured data and calculation results for the water-in-
crude oil emulsions prepared for diﬀerent emulsifying time. (a) The
dielectric constant. (b) The dispersity factors. The water content is
10.0 vol% and emulsiﬁcations were performed at a rotation speed of
10 000 rpm.
This journal is © The Royal Society of Chemistry 2018hundreds of compounds. Due to the opaqueness of emulsied
oil, one cannot measure the droplet size distribution accu-
rately using dynamic light scattering technique.10 Thus, it is of
considerable value to examine if the microwave analysis could
be applied to investigate the droplet size distribution of
emulsied heavy oil.
Water-in-crude oil emulsion samples with water content of
10.0 vol% were prepared for diﬀerent emulsifying time, and
a representative microscope image of these samples is shown in
the ESI Fig. 2.† It can be observed that the water phase was
extremely well dispersed in crude oil. The dielectric constants of
these samples were investigated by the microwave cavity, and the
measured data and calculation results are presented in Fig. 8. The
dielectric constant of emulsions rises slightly with the emulsi-
fying time, while the dispersity factor increases from 0.85 at 1min
to 0.98 at 20min, indicating that the water-in-crude oil emulsions
become more uniform as the emulsifying time increases.
The microwave measurements were also performed on
a series of water-in-tar oil emulsion samples which were
prepared for various emulsifying time. As is shown in Fig. 9, the
measured dielectric constant increases with the emulsifying
time, and correspondingly the dispersity factor rises consider-
ably from 0.42 at 1 min to 0.70 at 20 min. The variation of
measured dielectric constant with the emulsifying time
demonstrated that the microwave analysis is capable of char-
acterizing heavy oil emulsions.Chem. Sci., 2018, 9, 6975–6980 | 6979
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View Article OnlineConclusions
We hope to have illustrated the great utility and versatility of the
microwave cavity perturbation technique to provide an accu-
rate, non-invasive method for investigating the nature of
emulsions, particularly the critically important dispersion
properties in various stages of the emulsifying process. The
systems investigated have ranged from model emulsions to
fossil fuel emulsions, illustrating the great potential of this
technique.
Methods
Emulsion preparation
The emulsions were prepared utilizing a high shear homoge-
nizer with a maximum rotation speed of 24 000 rpm. A
composite nonionic emulsier was rst dissolved in the oil
phase, then a certain amount of deionized water was added, and
shearing was performed at a xed rotation speed. The emulsi-
er was a composite of Span 85 and Tween 85. In this study HLB
(hydrophile-lipophile balance) ¼ 4 gave stable water-in-oil
emulsions. The volume fraction of emulsier was 5 vol% in
emulsion preparation. Dodecane ($99%) and hexadecane
($99%) were purchased from Sigma Aldrich and used without
further purication. Light crude oil was provided by Saudi
Aramco, and coal tar was purchased from Alfa Aesar. The
physical properties of the crude oil sample are shown in the ESI
Table 2.†
Emulsion characterization
Dynamic Light Scattering (DLS) was also performed immedi-
ately aer the emulsion preparation to measure the droplet size
distribution using a Zetasizer Nano S (Malvern Instruments).
We performed each test for three times and irreversible sedi-
mentation was not detected in such short period of measure-
ment. A detection angle of 173 was used and 10 runs were
carried out in each measurement. A GXML3030 Trinocular
Reected and Transmitted Light Microscope (GT Vision) was
used to observe the emulsied crude oil in this work.
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